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Do not use any oil or grease on or near the device

1.3 Functional Specifications

Dimensions: 15.5 in. long, 15.6 in. wide, 27.8 in. tall
(394 mm long, 396 mm wide, 706 mm high)

Weight: 50 to 54 Ib (22.5 to 24.5 kg) depending on sound attenuation;

Electrical 120 VAC, 60 Hz, 4 amps, 410 watts
Requirements: 220 VAC, 50 Hz, 2 amps, 420 watts

Capacity: 5 liters per minute at 90% oxygen
(Based on 70°F [21°C] at sea level)

Accuracy: Flow meter ±5% full scale. (Based on pre-calibrated analysis.)

Concentration: 1 - 3 liters per minute at 95% + 0.5 / - 3%
4 liters per minute at 92% + 3.5 / - 3%
5 liters per minute at 90% + 5.5 / - 3%

Response Time: Acceptable concentration is normally achieved in about
90 seconds; allow 5 minutes to attain full concentration.

Positioning: Operate the unit in an upright position, maintaining at
least six inches of open space on all sides for ventilation.

2.0 Operational Check and Concentration Test

2.1 Description of Operation

Air enters the Mark5 Nuvo® Oxygen Concentrator through an external cooling air
intake filter. This filtered air enters the compressor via a suction resonator and fine
filter, which quiets the suction sounds made by the compressor. Pressurized air
then exits the compressor and passes through a heat exchanger into an air tank.
The heat exchanger reduces the temperature of the compressed air and the air tank
stores air when feed is interrupted. Next, a rotary poppet feed valve directs the air
into one of two sieve beds that contain molecular sieve. The special characteristic
property of molecular sieve is that it physically attracts (adsorbs) nitrogen when air
passes through this material, thus enabling the production of high purity oxygen.

There are two sieve beds or adsorbent columns; while one produces high purity
oxygen, the other is purged of the nitrogen it adsorbed (collected) while it was
producing oxygen. Each column produces oxygen for approximately four seconds
and delivers it to the product storage volume in the end of the column. Oxygen exits
the adsorbent column through a pressure regulator, flow control valve, flow meter,
and final product filter. The flow control valve, which is part of the flow meter,
controls the flow rate of oxygen delivered to the patient. The Mark5 Nuvo® unit
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2.3.1 Battery Test

The Mark5 Nuvo® battery can be checked by observing that the continuous alarm
sounds when the I/0 (ON/OFF) switch is moved to the I (ON) position when the unit
is unplugged from the wall outlet.

2.3.2 Power Failure Alarm Test

To test the power failure alarm, perform the following actions:

Unplug the power cord from the wall outlet, and set the I/0 (ON/OFF) switch to the I
(ON) position.

This should immediately activate the audible alarm. If it does not, refer to the
troubleshooting chart in Section 6.0 of this manual.

2.4 Oxygen Concentration Test and Specification

To ensure that the output of oxygen from the device is within specification, you must
perform an oxygen concentration test. Test the unit upon delivery to a patient and at
periodic intervals. Home Service Providers, based on their expertise and
documentation, may establish and implement their own plans for checking oxygen
concentration. The interval established may be longer or shorter than 90 days,
which is Nidek Medical’s default time period for providers who do not choose to
establish their own plan.

1. If an oxygen humidifier bottle is used, remove it from the oxygen outlet.

2. Connect a calibrated oxygen concentration analyzer to the oxygen outlet.

3. Set the I/0 (ON/OFF) power switch to the I (ON) position. (It takes
approximately five minutes for the oxygen concentration to stabilize.) Take oxygen
concentration readings over a period of several minutes to reduce any cyclic
variations

4. Verify that the product flow rate delivered by the unit matches the patient’s
prescription and does not exceed the capacity of the unit.

5. Disconnect the oxygen analyzer, and reconnect the humidifier bottle (if used)
and any other equipment / accessories that may be required.

6. Adjust the flow meter adjustment knob to the prescribed flow rate.

NOTE

Do not measure oxygen concentration output after the product stream passes
through a humidifier bottle, erroneous readings will result and your oxygen
concentration measuring device might be damaged.
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Nidek Medical Mark5 Nuvo® Concentration Specifications

Liter Flow Specification Within Specification
1 to 3 l/min 95% + 0.5 / - 3% 92% or higher
4 l/min 92% + 3.5 / - 3% 89% or higher
5 l/min 90% + 5.5 / - 3% 87% or higher

3.0 Patient Instructions

3.1 General Instructions

It is important that patients thoroughly understand how to operate the Nidek Medical
Mark5 Nuvo® unit. This enables proper treatment as prescribed by a qualified,
licensed physician. You must explain that the purpose of this therapy is to alleviate
symptoms. If patients experience any discomfort or the unit alarms, they must notify
their Home Service Provider and/or physician immediately. You, as the Home
Service Provider, are responsible to see that each patient receives the Patient
Manual. Explain each step in the operation of the unit to the patient in reference to
this manual.

3.2 Routine Maintenance by the Patient

To ensure accurate output and efficient operation of the unit, the patient must
perform two simple routine maintenance tasks:

• Clean the cabinet air filter
• Check the alarm system battery

3.2.1 Cleaning the Cabinet Air Filter

NOTE:
The patient must clean this filter weekly, as described below. The filter
may require daily cleaning if the Mark5 Nuvo® unit operates in a harsh
environment such as a house heated by wood, kerosene, or oil, or one
with excessive cigarette smoke.

1 Remove the dirty cabinet air filter from the back of the
Mark5 Nuvo® unit.

2 Wash the dirty filter in warm water with household
detergent, and rinse.

3 Use a soft absorbent towel to remove excess water.

4 Reinstall the clean air filter on the grille in the back of
the unit.
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3.2.2 Checking the Alarm System Battery

See Procedure described in Paragraph 2.3.1

4.0 Home Service Provider Maintenance

4.1 Routine Maintenance

The Mark5 Nuvo® unit has two filters and a 9-volt battery that require scheduled
maintenance and replacement.

To ensure that the output of oxygen from the unit is within specification, you must
perform an oxygen concentration test. Test the unit upon delivery to a patient and at
periodic intervals. Home Service Providers, based on their expertise and
documentation, may establish and implement their own practices for checking
oxygen concentration. Consult Nidek Medical’s Service and Maintenance Log (A-
15) for the recommended intervals for testing.

Nidek Medical does not require preventive maintenance on the concentrator. You
do not need to perform any maintenance as long as the Mark5 Nuvo® unit remains
within specifications at the prescribed flow rate. (Refer to Section 2.4)

Cabinet Air Filter

The external cabinet air filter is located on the back of the unit, You can easily
remove it by hand. Instruct the patient to clean this filter weekly. (Refer to Section
3.2.1.)

NOTE

The filter may require more frequent cleaning if the Mark5 Nuvo® unit operates in a
harsh environment such as a house heated by wood, kerosene, or oil, or one with
excessive cooking, cigarette smoke or atmospheric dust.

4.1.2 Final Product Filter Replacement

The final product filter does not require periodic replacement; it needs to be
replaced only if it restricts oxygen flow. It is suggested that it be replaced whenever
the sieve module is repaired or replaced and after the compressor is rebuilt.

1. Set the I/0 (ON/OFF) switch to the 0 (OFF) position, and unplug the power
cord.

2. Remove the cabinet back to locate the final product filter.

NOTE: Observe the position of the filter before removal.

3. Separate the silicone tubing from both sides of the filter.
4. Install the new filter with the inlet side in the same position as before. Push

the tubing together so that it overlaps the barbs of the final product filter
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connections.
5. Record information about the final product filter replacement in Appendix 15

of this manual and online at www.nidekmedical.com under the ‘Maintenance
Log’ tab.

6. Reinstall the cabinet back.

4.1.3 Inlet Air Filter Replacement

The inlet air filter requires inspection at each patient visit. The filter should be
replaced annually, or more often depending on environment.

1. Set the unit I/0 (ON/OFF) switch to the 0 (OFF) position, and unplug the
power cord.

2. Remove the rear cabinet access panel to locate the inlet air filter.
3. Remove filter from the unit, and replace with a new filter.
4. Record information about the filter replacement in Appendix 15 of this

manual and online at www.nidekmedical.com under the ‘Maintenance Log’
tab.

5. Reinstall the access panel.

4.1.4 Battery Replacement

Each time the standard Mark5 Nuvo® unit is turned on, the alarm must sound loudly
for approximately five seconds to indicate a good battery. An alarm that does
anything other than sound loudly for five seconds indicates a weak battery and
requires replacement. For units with OCSI, actuate the switch with the power cord
unplugged to test the battery.
To replace the battery, take the following steps:

1. Set the I/0 (ON/OFF) switch to the 0 (OFF) position, and unplug the power
cord.

2. Remove the access panel in the cabinet back.
3. Pull the battery from the mounting slot and remove the connection wires.
4. Attach the new battery to the connector and reinsert it into the mounting slot.
5. Set the I/0 (ON/OFF) switch to the I (ON) position to test the alarm.
6. Record the battery replacement information in Appendix 15 of this manual

and online at www.nidekmedical.com under the ‘Maintenance Log’ tab.
7. Reinstall the access panel.

4.1.5 Wick Replacement

The wick is installed in the process air stream of the unit, connected to the air tank,
to assist with removal of moisture from the air. This helps prevent premature
contamination of the sieve beds, particularly in humid climates. The wick should be
replaced at each compressor service / module replacement; it is suggested that
more frequent replacement be done in very humid climates. The wick is located in
a bushing located just to the right of the gearmotor. It is installed in a quick release
fitting. Pull the fitting from the bushing by hand – it may require several pounds of
force, remove the wick and install a new one in its place. Re-insert the wick end
and fitting into the bushing so the wick is totally below the base plate surface.
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4.1.6 Recording Maintenance

As the Home Service Provider, it is suggested that you record all routine
maintenance and repairs performed on the Mark5 Nuvo® unit, including hours and
dates of service in Appendix 15 of this manual and online at www.nidekmedical.com
under the ‘Maintenance Log’ tab.

4.2 Cleaning and Infection Control

With the growing concern about possible cross infection from home oxygen
equipment (i.e.. oxygen concentrators) from one home care patient to another,
appropriate cautions should be exercised.

The organisms of most concern are M. Tuberculosis, HIV, and Viral Hepatitis.
These are potentially pathogenic.

Tuberculosis can survive outside of the human body, but its mode of transmission is
by droplet nuclei. When infected individuals cough, they release droplet nuclei into
the air, and these carry the Tuberculosis organism. Another person may breathe in
these droplet nuclei, but prolonged exposure to the infected person is usually
necessary for infection to occur.

HIV and Viral Hepatitis are both viruses, which are not living cells themselves but
which can duplicate when in a living “host” cell. Both of these organisms are usually
passed on by person-to-person contact, and both need to be in the human body to
survive. Once outside the body, viruses can survive for only a short period of time.

4.2.1 Preparing for New Patient Use

When you remove the Mark5 Nuvo® from a patient’s home, always dispose of the
used nasal cannula and humidifier bottle. Clean the exterior of the Mark5 Nuvo®
with a soapy water solution or commercial detergent cleaner to remove any gross
debris, organic or otherwise. Be careful not to get any liquid into the interior of the
unit.

Next, clean the exterior with either a common chemical disinfectant or a bleach
solution* and allow it to air dry. For the bleach solution, wear eye and skin
protection to prevent exposure to the chlorine. Retest the Mark5 Nuvo® before you
return it to your inventory.

Replace the cabinet air filter between each patient’s use or clean with warm soapy
water if it is in good condition. Clean this filter at least once per week or more
frequently if operated in a dusty environment.

*Make the bleach solution a 1:100 dilution of 5.25% sodium hypochlorite. Mix one
part household bleach (e.g. Clorox) with 99 parts cold tap water. To measure the
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solution easily, take 1/4 cup of household bleach, and mix it with a gallon of cold tap
water. Allow the mixture to sit on potentially contaminated surfaces for 10 minutes.

5.0 Service

5.1 Components

The design of the Nidek Medical Mark5 Nuvo® Oxygen Concentrator allows for
easy access and removal of most components. This allows you to perform
scheduled maintenance, repair, and replacement of parts with minimal time and
effort. The inlet air filter and battery are conveniently located inside the small
access panel in the cabinet back.

CAUTION:

For your safety, be sure to set the I/0 (ON/OFF) switch to the 0 (OFF)
position and unplug the power cord before you service the Mark5 Nuvo®
Oxygen Concentrator.

NOTE: Record all scheduled maintenance. (Refer to Section 4.1.6.)

5.2 Cabinet Removal

5.2.1 Removing Cabinet Back

To remove the cabinet back, remove two screws near the base (one on each side)
and two inset screws at the top just under the handle.

5.2.2 Removing Cabinet Front

To remove the cabinet front, remove two screws near the base (one on each side)
adjacent to the rear cabinet screws and two inset screws at the top just under the
handle. It is necessary to remove the cabinet back to access the top screws.

5.2.3 Removing Control Panel

Eight screws hold the control panel in place; the front cover must be removed to
access these screws. It is necessary to remove the electrical wiring and pneumatic
tubing to fully release the control panel.

5.2.4 Main Structure

The weight and forces of the internal components rest solely on four parts: the main
structure, the compressor plate, the base-plate and the base. These parts were
specially designed and formed. They should never require replacement under
normal use.
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Compressor Assembly Installation

To install the rebuilt compressor assembly, follow the steps listed below:

1. Perform the compressor removal procedure in reverse order.
2. Leak test all connections.

5.3.2 Capacitor Replacement

The capacitor helps the compressor to start and run more efficiently. If the
compressor cannot start, the capacitor may be defective and require replacement.
The capacitor should be replaced at each compressor service / module
replacement. To replace the capacitor, take the following steps:

1. Set the unit’s I/0 (ON/OFF) switch to the 0 (OFF) position, and unplug
the power cord.

2. Remove the rear and front cabinets.
3. Disconnect the two leads to the capacitor and remove the nut from the

mounting screw.
4. Remove the nut and washer below the capacitor.
5. To install the new capacitor, connect the leads and replace the capacitor and

associated hardware.

5.4 Process Control Valve

The Mark5 Nuvo® uses a gearmotor powered rotary cam-operated poppet valve
assembly to control the air separation process. There is a feed port that connects
to the air tank and an exhaust port that connects to the exhaust muffler. There are
three possible valve states as follows:
1. Air feed connected to sieve bed A and exhaust connected to sieve bed B.
2. Air feed connected to sieve bed B and exhaust connected to sieve bed A.
3. Both ports closed; this is a very short time period during which air pressure

builds in the air tank.

The control valve of the Mark5 Nuvo® unit requires no scheduled maintenance. If a
valve does not function as required, it is best to replace the complete sieve module
as it is probable that one or both of the beds has been damaged.

5.5 Sieve Bed Replacement

CAUTION:

Do not expose molecular sieve (contents of bed) to air for an extended period of
time. Prolonged exposure of molecular sieve to the moisture in room air results in
contamination and permanent damage to the sieve material. Keep all openings to
the sieve beds sealed during periods of storage.



Page 20 of 59 2010-2225 Rev - B

NOTE

If replacement is necessary, you must replace both sieve beds at the same time. It
is recommended to replace the sieve beds and control valve module as a complete
assembly.

5.5.1 Sieve Bed Removal

1. Set the unit’s I/0 (ON/OFF) switch to the 0 (OFF) position and unplug the
power cord.

2. Remove the cabinet back.
3. Disconnect the 1/4-inch product tube from the top of one of the beds.
4. Remove the 4 tie-wraps ( 2 from each sieve bed ). Note their position and

orientation.
5. Remove two “Z” brackets; one from the top of each of the sieve beds.
6. Lift the module up and out of the base plate cradle.
7. Unplug the valve gearmotor electrical leads at the in-line connections.
8. Manipulate the module so that the black exhaust hose can be removed from

the fitting on the valve.
9. Loosen the hose clamp and remove the black feed hose from the fitting on

the valve.

5.5.2 Sieve Bed Installation

To install the sieve beds, follow the sieve bed removal procedure in reverse order. It
is very important to tighten all tubes to eliminate leaks. However, do not over
tighten.

To check for leaks, take the following steps:
1. Plug in the unit.
2. Set the unit’s I/0 (ON/OFF) switch to I (ON) for three minutes with the

flowmeter closed to pressurize the system.
3. Apply soapy water around the hose connections at the valve and the

air tank; check for leaks.

Caution: There is an electrical shock hazard with the Power ON. Be
careful that no water contacts any of the electrical connections.

NOTE
Even small leaks can affect concentrator performance and can cause contamination
of the sieve. Careful leak testing is important.

5.6 Cabinet Fan Replacement

The cabinet fan for the Mark5 Nuvo® is located under the compressor. Refer to the
troubleshooting chart in Section 6.0 of this manual for instances where replacement
of the fan may be required.

To replace the cabinet fan in the Mark5 Nuvo® unit, take the following steps:
1. Set the unit’s I/0 (ON/OFF) switch to the 0 (OFF) position and unplug the



2010-2225 Rev - B Page 21 of 59

power cord.
2. Remove the front and back cabinets.
3. Follow the procedure in 5.3.1 to remove the compressor assembly.
4. Disconnect the fan leads.
5. Position the new cabinet fan so that the air flow arrow points toward the

bottom and the electrical connections. Be sure that the electrical wires do
not interfere with the rotation of the fan.

6. Connect the fan leads and place the fan on the mounting pins.
7. Replace compressor assembly.
8. Reinstall the front and back cabinets.

5.7 Circuit Board Replacement

The printed circuit board controls the alarm system functions.

Consult the troubleshooting chart in Section 6.0 to determine when to replace the
printed circuit board.

CAUTION

The Printed Circuit Board (PCB) contain components that are sensitive to
electrostatic discharge (ESD) that can damage the board if not handled properly. As
when handling any ESD sensitive PCB, observe standard ESD safety procedures.
These procedures include the following:

• Handle the PCB by the edges only.
• Work on a grounded ESD mat.
• Wear a grounded wrist strap.
• Store PCB in anti-static bags only.

5.7.1 Circuit Board Removal (Note that the Circuit Board on the OCSI unit is
different to the Circuit Board on the standard unit.)

1. Set the I/0 (ON/OFF) switch to the 0 (OFF) position, and unplug the power
cord.

2. Remove the front and cabinet backs.
3. Remove the control panel to which the circuit board is attached.
4. Disconnect the 7-pin connector from the circuit board.
5. Disconnect tubing from each end of the black sensor tube on the OCSI unit,

noting their position and orientation.
6. Non OCSI units: Cut tie-wrap and remove pressure sensor line.
7. Remove three screws that attach the board to the control panel.
8. Remove the circuit board.

NOTE: Handle the new circuit board only by the edges to prevent
electrostatic damage to the unit.

5.7.2 Circuit Board Installation
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1. Locate the circuit board to line up the attachment points.
2. Install the three mounting screws.
3. Reinstall the tubing to each end of the black sensor tube as it was before.
4. Non OCSI unit: Reinstall the pressure sensor line and tie-wrap.
5. Plug in the 7-pin connector.
6. Reinstall the control panel and the front and cabinet backs.

5.8 Product Regulator Check and Setting
The product regulator enables you to set the maximum flow of oxygen output by the
Mark5 Nuvo® unit. To check for proper adjustment of the product regulator, take the
following steps:

1. Set the I/0 (ON/OFF) switch to the I (ON) position.
2. Allow the unit to run for a few minutes.
3. Connect a pressure gauge directly to the patient outlet.
4. The pressure should read 7 ± 10% psig (50 ± 10% kPa).
5. Adjust the regulator if necessary. Turn the knob clockwise to increase the

output pressure. (Requires a 5/32 hex wrench)
6. Reinstall the cabinet front and cabinet backs.

5.8.1 Product Regulator Cleaning or Rebuilding

Clean or rebuild the product regulator if the flow meter ball fluctuates more than 1/4
of a liter or if the regulator cannot be adjusted.

I. Set the I/0 (ON/OFF) switch to the 0 (OFF) position, and unplug the power
cord,

2. Remove the front and rear cabinets.
3. Use large pliers to unscrew the mounting nut of the product regulator.

Remove from the main structure.
4. Adjust the product regulator fully counterclockwise to unload the spring. This

makes disassembly and reassembly easier.
5. Remove the diaphragm. (Clean or replace it.)
6. Use a hex-head screwdriver to unscrew the diaphragm stem guide located in

the center of the regulator body to gain access to the seat,
7. Remove the seat. Be careful not to lose the spring located behind the seat.
8. Replace the seat or clean by blowing clean air on and around it.
9. With the spring behind the seat, screw the diaphragm stem guide back into

the body of the regulator. (Do not over tighten.)
10. Install a clean or replacement diaphragm.
11. Put the large spring and slip ring into the bonnet, and screw the bonnet onto

the regulator body.
12. Reinstall the regulator, mounting it securely to the main structure.
13. Reset the product regulator as described in Section 5.8.1.

5.9 High or Low Pressure Switch Replacement (Standard Unit, Non OCSI
only)
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The high and low pressure alarms are activated by a pressure transducer located
on the circuit board adjacent to the mains switch.

1. Set the I/0 (ON/OFF) switch to the 0 (OFF) position, and unplug the power
cord.

2. Remove the back and front cabinets and the control panel.
3. Disconnect the 7 pin connector from the circuit board.
4. Disconnect tubing from pressure sensor by cutting tie-wrap.
5. Remove the circuit board and replace with a new one.
6. Test the alarm system, as described in Section 2.3.
7. Reinstall the control panel and the front and back cabinets.

5.10 Circuit Breaker Replacement

5-10.1 Circuit Breaker Removal

1. Set the I/0 (ON/OFF) switch to the 0 (OFF) position, and unplug the power
cord.

2. Remove the cabinet front.
3. Disconnect the circuit breaker leads.
4. Unscrew the circuit breaker while you apply pressure to the circuit breaker

retaining ring.

5.10.2 Circuit Breaker Installation

Follow the removal procedure for the circuit breaker in reverse order to install the
new circuit breaker.

5.11 I/0 (ON/OFF) Power Switch Replacement

5.11.1 I/0 (ON/OFF) Power Switch Removal

1. Set the I/0 (ON/OFF) switch to the 0 (OFF) position and unplug the power
cord.

2. Remove both the front and back covers.
3. Unscrew the eight Phillips-head screws that hold the control panel to the

main structure.
4. Disconnect the I/0 (ON/OFF) switch leads from the back of the switch being

careful to note the position of each.
5. Push on the back of the power switch, while holding in its four retaining tabs,

and remove the switch through the front of the control panel.

5.11.2 I/0 (ON/OFF) Power Switch Installation

Follow the removal procedure for the I/0 (ON/OFF) power switch in reverse order to
install a new power switch.
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5.12 Buzzer Replacement

The buzzer is a fixed component on the circuit board and is not individually
replaceable.

5.13 Hour Meter Replacement

1. Set the I/0 (ON/OFF) switch to the 0 (OFF) position, and unplug the power
cord.

2. Remove the cabinet back.
3. Disconnect the hour meter leads.
4. Push hour meter mounting tabs inward from the hour meter.
5. Remove the hour meter from the main structure.
6. Install the new hour meter into its mounting location, and push the mounting

tabs outward to secure hour meter. Make sure that the hour meter is
mounted right side up.

7. Reconnect the hour meter leads.
8. Reinstall the cabinet back.

5.14 Flow Meter Replacement

5.14.1 Flow Meter Removal

1. Set the I/0 (ON/OFF) switch to the 0 (OFF) position, and unplug the power
cord.

2. Remove the cabinet back and front and then the control panel. Ref. 5.2.3.
On units with OCSI, it is necessary to also first remove the circuit board.

3. Remove the 3/8-inch silicone oxygen tubing from the flow meter fittings.
4. Unscrew the flow meter nuts with a wrench.
5. Remove the flow meter through the control panel.

5.14.2 Flow Meter Installation

To install a new flow meter, follow the flow meter removal procedure in reverse
order. Then perform a leak test on the connections.

5.15 Power Cord Replacement

1. Set the I/0 (ON/OFF) switch to the 0 (OFF) position and unplug the power
cord.

2. Remove the cabinet back and front.
3. Slide the power cord strain relief reinforcement upwards to remove it from the

mounting location at the rear of the base.
4. Disconnect the power cord leads from the terminal quick connects.
5. Connect the leads on the new power cord at the terminal quick connects.
6. Reinstall the power cord strain relief into the base of the unit.
7. Reconnect the front and cabinet backs.
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between a high and a low pressure. If the unit is not cycling properly, refer to
troubleshooting chart.

7. Make sure that the unit is leak free by testing all tubing connections and
fittings with leak testing solution. Protect circuit board from solution and start
leak test at the heat exchanger, following the air flow through the unit to the
oxygen outlet. Repair all leaks by tightening connections and fittings.

8. Set the concentrator at 5 l/min and connect pressure test gauge to P2 at the
top of the sieve beds. Determine pressure parameters by observing high
and low pressure points on the gauge. It should cycle between
approximately 9 psig and 16 psig (62 to 110 kPa). If pressures are high or
low, refer to the troubleshooting chart.

9. Review troubleshooting chart to isolate and repair any other malfunctions.

The following diagnostic flow chart will help to isolate potential problems.
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6.4 Troubleshooting Chart

Problem Probable Cause Solution
Compressor does not run.

Constant audible alarm with
I/0 (ON/OFF) power switch
in ON position.

No power to unit.

Unit circuit breaker tripped
or faulty.

Faulty electrical
connections. Defective
circuit board.

Defective I/0 (ON/OFF)
power switch.

Check wall outlet for power.

Reset or replace circuit
breaker.

Check electrical
connections.

Check power switch.
Replace I/0 (ON/OFF)
power switch.

Compressor runs with
intermittent alarm.
Concentration at 5 L/MIN is
within specifications.

Defective high or low
pressure switch.
Kinked tubing.

Replace and retest pressure
switch.
Check tubing that joins the
tops of the sieve beds.

Compressor shuts down
intermittently,

Restricted air flow through
unit.

Unit overheating due to
improper location.

Defective cabinet fan.

Clean inlet air filter, or
remove obstruction.

Locate unit away from
heating source, providing
adequate ventilation on all
sides.

Replace cabinet fan.

Compressor does not start.
I/0 (ON/OFF) power switch
in ON position, intermittent
alarm, and cabinet fan turns.

Extreme cold start.

Compressor thermally cut
off due to excessive heat.
NOTE: It will not restart unit
it cools down,

Defective capacitor.

Faulty electrical connection
for compressor.

Allow unit to reach room
temperature.

Blocked air intake or
defective cabinet fan/clear
obstruction, or replace
cabinet fan.

Replace capacitor.

Check electrical connections
for compressor.

Compressor runs with
intermittent low pressure
alarm and low oxygen
concentration.

Leak Leak test and repair leak.



2010-2225 Rev - B Page 31 of 59

Problem Probable Cause Solution
Compressor runs with
intermittent high pressure
alarm and low oxygen
concentration.

Defective sieve beds.

Restriction in exhaust
muffler.

Defective gearmotor / valve.

Replace sieve beds.

Replace or clean muffler.

Replace sieve module.
Compressor relief valve
releases (popping sound).

Defective gearmotor.

Defective control valve.

Contaminated sieve beds.

Defective relief valve.

Replace sieve module.

Replace sieve module.

Replace sieve module.

Replace relief valve.

Constant alarm with I/0
(ON/OFF) switch in ON
position. Circuit breaker
repeatedly trips.

Defective circuit breaker.

Defective capacitor.

Defective compressor.

Defective circuit board.

Faulty electrical connection.

Replace circuit breaker.

Replace capacitor.

Replace compressor.

Replace circuit board.

Repair electrical connection.
Alarm does not sound. Dead battery.

Incorrectly installed battery.

Faulty electrical connection.

Defective I/0 (ON/OFF)
switch.

Defective buzzer.

Defective pressure sensor.

Replace battery.

Reinstall battery with correct
polarity.

Repair electrical connection.

Replace I/0 (ON/OFF)
switch.

Replace board.

Replace and test control
board.

Flow meter fluctuates. Improperly set or faulty
product regulator.

Leak.

Worn compressor.

Defective flow meter.

Kinked tubing

Check regulator
setting/clean, repair, or
replace regulator.
Leak test.

Replace compressor

Replace flow meter.

Check tubing that connects
the top of the sieve beds.
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Problem Probable Cause Solution
Cabinet fan does not turn. Defective cabinet fan.

Defective electrical
connections.

Replace cabinet fan.

Check electrical connections.

Limited or Iow flow. Restriction in humidifier or
tubing.

Product regulator set too
low.

Leak.

Weak compressor.

Air flow obstruction.

Replace humidifier or tubing.

Adjust regulator setting.

Leak test and repair leak.

Check system pressure, and
rebuild or exchange
compressor.

Check filter, suction
resonator, and suction tube
for obstruction.

Low concentration. Compressor inlet air filter is
dirty or partially blocked.

System leak

Faulty compressor

Unit temperature too high,

Contaminated sieve beds.

Defective rotary valve.

Restriction in exhaust
muffler,

Restriction in suction
resonator.

Replace inlet air filter.

Leak test and repair leak.

Check system pressure, and
rebuild or replace
compressor.

Blocked air intake or
defective cabinet filter.

Check that P1 and P2
pressures are within range.
Replace sieve module.

Repair or replace sieve
module.

Replace or clean exhaust
muffler.

Check suction resonator and
suction tube for obstruction
and remove.
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A-1 BASE ASSEMBLY

NUVO 0100-0300 REV A

NOTE: USE THIS DRAWING ON UNITS EARLIER THAN SERIAL # 062-11663
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A-1.1 BASE ASSEMBLY

Nuvo 0100-0300Q Rev B

NOTE: USE THIS DRAWING ON UNITS AFTER SERIAL # 062-11663
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A-2 MAIN STRUCTURE ASSEMBLY
FRONT VIEW

NUVO 0140-0300 REV C
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A-3 MAIN STRUCTURE ASSEMBLY
REAR VIEW

NUVO 0140-0300 REV C
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A-4 REGULATOR ASSEMBLY

NUVO 0160-0300 REV A
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A-5 COMPRESSOR ASSEMBLY

NOTE: USE THIS DRAWING ON UNITS EARLIER THAN SERIAL # 062-11663

Nuvo 0200-0300 Rev. A


